., MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVIGES
L STATE PUBLIC HEALTH LABORATORY
455 J8REATH ALCOMOL PROGRAM

INTOX DMT MAINTENANCE REPORT EeaR] #1

Complate this report at the time of the regular monthly preventive maintenance cff R E CE l VE D

Complete this report whenever the instrument is serviced or repaired and whene .
Retain the original and send a copy within 15 days to the Breath Alcohaol Progran By Carol Day at 2:14 pm, Jun 28’ 2016

INTOX DMT 50 MAME QF AGENCY DATE CF INSPECTICN
500072 Missouri State Highway Patrol 06/25/2016
LCCATICH OF TISTRUMENT (STREET AND GITY) HME OF IMEPECTIGH

Business 54 al Horseshoe Bend Pkwy, Camden County 23.07.44

CHECKLIST, Place a maik in the box by each tem if found to be satisfactory or is aperating within established limits. {Write in observed
vaelues where determined) Unmarked iterns must be corrected before using instrument.

K] DIAGNOSTIC RECORD

DATE AND THIME _06/25/2016 23.07.46 K] DETECTOR

€l PROGRAM FILTER 1

B SAMPLE CHAMBER 48.7°C & FILTER 2

K] BREATH TUBE 40.7°C K FILTER 3

Kl PUMP il INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS

0O SIMULATOR STANDARD ] COMPRESSED ETHANOL-GAS MIXTURE
® STANDARD SUPPLIER_INTOXIMETERS LOT#_AGB15304 . .. . .. EXP DATE_.06/01/2018 oo o}
] SIMULATOR TEMP {34°C 2 0.2°C) |SIMULATOR SN SIMULATOR EXP DATE

&l CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard. All three tests must be within £5% of the standard value and must have a spread

of 005 orless. Mark the box corresponding to the standard being used.
£l 0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

(3 0 08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
O 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0 042% INCLUSIVE
TEST 1 0.097 TEST 2: 0.097 TEST 3. 0.097
& PERFORMRFI TEST
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
REFUSALS: 0 0-04: 0 05..09: 0 10-14.0 | 15-19.0 lover 15,0

LIST ANY HEW PARTS AND DEESCRIBE ANY ALTERATION OR MOCIFICATION THAT WAS BIACE TO RESTORE THE INSTRUMENT 17O CFERATE SATISTACTCRILY ALD WiTtaH
ESTABLIBHED LiR1ES (USE CTHER SIDE IF HECESSARY)

BEGINNING MAINTENANCE

PRNT FULL NATIE

MARYLYN A DICKENS

TYEE G RERMIT X Lf‘ﬁsf{R/ ¥ ) EXPIRATION DATE TELEFPRONE NINBER
260207 05/03/2018 573-751-1000
RETURN COMPLETED REPORT TO THE Breath Alcohol Program. MO Depariment of Health and Sanior Services
Southeast District Office
2875 James Bivd, Poplar Blufl, MO 63901
Y S0 2808 (51T AMH FECGUAL CPPOGRTUNHTYIAFFIRMATIVE ACTION EMFLOYER {AR-IES

services provided on a rorliscnminatery basis



Alrgas USA LLC (LAB)
3500 Bernasd Street

St Louis, Mo. 63103
Ph: (314) 533-3100
Fax: {314) 533-7328

Certificate of Analysis

Customer Name Test Date; 2-Jun-2016
Exclusive Supplier

Intoximeters, Inc.

2081 Craig Road

St Louis, Mo 63146

Lot # AG615304 Model 108cacd

Exp. Date Cyl Type Component Certified Concentration
1-Jun-2018 108 Ethanol 0.100 x 2% BrAC (260 ppm)
Nitrogen Balance

Certification Traceable to N.L.S.T. RGM Ethanol Standards:

Serial No., Concentration Serial No. Concentration
EB0010581 391.8 ppm EB0010603 392.5 ppm
EB0O10570 259.8 ppm EBGG10559 258.9 ppm
EB0010235 208.0 ppm EB0010595 208.9 ppm
EB0010561 103.7 ppm EBOG10562 104.9 ppin
EBU0O10681 §2.22 ppm EBO010579 52.94 ppm
Analytical Method: NDIR

Digitafy signed by Quatity Controt
Daly: 2016.06.02 13:68:52 0500 .
Reason: Doy gas slandard cerification of analysis

tocation: Airgas LISA LLC (Lab) M %
Analyst: L

Rod Marsala

ISO 17025:2005 A2LA accredited. Certificate Number 2989.01
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